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Abstract The combination/fusion of quantitative
coronary angiography (QCA) and intravascular ultra-
sound (IVUS)/optical coherence tomography (OCT)
depends to a great extend on the co-registration of
X-ray angiography (XA) and IVUS/OCT. In this
work a new and robust three-dimensional (3D)
segmentation and registration approach is presented
and validated. The approach starts with standard
QCA of the vessel of interest in the two angiographic
views (either biplane or two monoplane views). Next,
the vessel of interest is reconstructed in 3D and
registered with the corresponding IVUS/OCT pull-
back series by a distance mapping algorithm. The
accuracy of the registration was retrospectively
evaluated on 12 silicone phantoms with coronary
stents implanted, and on 24 patients who underwent
both coronary angiography and IVUS examinations
of the left anterior descending artery. Stent borders or
sidebranches were used as markers for the validation.
While the most proximal marker was set as the
baseline position for the distance mapping algorithm,
the subsequent markers were used to evaluate the
registration error. The correlation between the regis-
tration error and the distance from the evaluated
marker to the baseline position was analyzed. The
XA-IVUS registration error for the 12 phantoms was
0.03 ± 0.32 mm (P = 0.75). One OCT pullback
series was excluded from the phantom study, since
it did not cover the distal stent border. The XA-OCT
registration error for the remaining 11 phantoms
was 0.05 ± 0.25 mm (P = 0.49). For the in vivo
validation, two patients were excluded due to insuf-
ﬁcient image quality for the analysis. In total 78
sidebranches were identiﬁed from the remaining 22
patients and the registration error was evaluated
on 56 markers. The registration error was 0.03 ±
0.45 mm (P = 0.67). The error was not correlated to
the distance between the evaluated marker and the
baseline position (P = 0.73). In conclusion, the new
XA-IVUS/OCT co-registration approach is a straight-
forward and reliable solution to combine X-ray
angiography and IVUS/OCT imaging for the assess-
ment of the extent of coronary artery disease. It
provides the interventional cardiologist with detailed
information about vessel size and plaque size at every
position along the vessel of interest, making this a
suitable tool during the actual intervention.
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Introduction
Over the past decades, the continuous developments
in coronary visualization and quantitative systems
have been motivated by the increasing need to better
understand and assess coronary atherosclerosis and
by the on-line need for support of coronary interven-
tions in cardiac catheterization laboratories. Recently
developed three-dimensional quantitative coronary
angiography (3D QCA) systems aimed to resolve
some of the limitations in conventional two-dimen-
sional (2D) analysis [1–3] and hence, to extend its
capacity and reliability in assessing the true dimen-
sions of coronary vascular structures. It has been
demonstrated that 3D QCA can accurately assess
vessel segment length and diameter [4–7], as well as
the optimal viewing angles [8–10] for the subsequent
interventional stent-procedure. By using 3D QCA and
based on such more accurate 3D data, clinical
decision making can be affected, thus possibly
leading to a more efﬁcient and economic usage of
stents in percutaneous coronary intervention (PCI)
[11]. This may have signiﬁcant impact in today’s
cost-constrained health care systems.
Despite the fact that the 3D angiographic recon-
struction has important potential values, the foremost
limitation of X-ray angiography-based systems
remains the inability to image beyond the vessel
lumen as only the contrast lumen is visualized. In
other words, the 3D reconstructed vessel remains a
lumenogram, though with better 3D capabilities.
Thus, early stages of plaque formation may not be
evident with X-ray angiography due to the occurrence
of coronary artery remodeling [12], and vulnerable
plaques can not be recognized for possible imple-
mentations of measures to prevent these from
rupturing. These limitations have been well addressed
by intravascular tomography-based imaging tech-
niques, among which grey scale intravascular ultra-
sound (IVUS) is a well-established and validated
modality. IVUS provides a wealth of information
including vessel wall composition, which is crucial to
the assessment of coronary atherosclerosis. Later on,
the role of intravascular tomography-based imaging
techniques was greatly enhanced by the radio-
frequency data analysis for plaque characterization
and optical coherence tomography (OCT) for the
assessment of the thin ﬁbrous cap atheromas and
malapposition of stent struts. These new imaging
techniques have extended the capabilities in the
assessment of coronary artery disease. However, the
fact that intravascular tomography-based imaging
does not preserve the global topology information
could lead to erroneous interpretations. Although a
longitudinal view (L-View) is available in most
IVUS/OCT consoles to provide an overview of the
pullback series, the presentation of the L-View by
stacking cross-sectional images along a straightened
version of the transducer pullback trajectory is a very
unnatural way of conceptualization. As a result, the
interpretation can be quite challenging.
Given the different but complementary perspec-
tives provided by X-ray angiography (XA) and IVUS/
OCT, the fusion/integration of the two imaging
modalities by using XA as a roadmap while exploiting
detailed vessel wall information from IVUS/OCT will
beneﬁt the interpretation of coronary artery disease
and the guidance of coronary interventions. Currently,
if IVUS/OCT is performed in the pre-intervention
stage, the treatment planning is determined to a great
extent by the IVUS/OCT interpretation. However,
since XA ﬂuoroscopy is still the only imaging tool
available during stent deployment and positioning; the
interventionalist must mentally establish the corre-
spondence between XA and IVUS/OCT images. This
spatial corresponding process is not always easy,
especially for diseases of early stages, or long diffused
lesions where lumen narrowing is not clearly evident
and no sidebranch is present in the neighborhood of
the lesion borders. Thus, XA-IVUS/OCT integrated
systems are currently requested in the market to better
support coronary interventions. The clinical applica-
bility of such fused/integrated systems depends to a
great extend on the reliability and robustness of the
co-registration approach. Once a reliable correspon-
dence between angiographic and IVUS/OCT images
is established, the issue of fusing/integrating infor-
mation from the two image modalities becomes
relevant.
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3D reconstruction and co-registration with IVUS/
OCT is described and the results of both phantom and
in vivo validations are presented.
Three-dimensional angiographic reconstruction
Accurateandrobust3Dangiographicreconstructionis
the foremost important step in the XA-IVUS/OCT co-
registration. Early research on 3D reconstruction can
be traced back to decades ago [13, 14]. However,
clinic-ready systems were announced only in recent
years and there have not been widespread acceptance
of such systems in routine clinical practice. One of the
reasons is due to the fact that mechanical distortions in
X-ray systems and noisy angiographic images in
routine clinical acquisitions could signiﬁcantly affect
the reliability and robustness of the 3D reconstruction
and analysis. For monoplane X-ray angiographic
acquisitions, the shift of the whole coronary tree due
to the patient’s respiration or the non-isocentric
condition could greatly deteriorate the system’s reli-
ability. Such system distortions should be corrected
before or during the 3D angiographic reconstruction.
A number of approaches [13–15] have been
proposed to correct for angiographic system distor-
tions. Ideally, a couple of reliable features, e.g.,
catheter tip and sidebranches, should be identiﬁed on
the two angiographic views as reference points for the
correction of system distortions. However, the
practical applicability of such approaches in on-line
usage has been hampered by the efforts in identifying
many reliable features, which turned out to be too
time consuming or even impossible to ﬁnd such
reliable features on the two angiographic views,
especially when there were many overlaps from
different vessel segments. To guarantee the reliability
in the identiﬁcation of reference points has already
been a non-trivial task.
To come up with a more practical and attractive
workﬂow, we have developed a new approach by
using only one to three pairs of reference points for
the correction of system distortions. In case of the
presence of small perspective projection angles for
noisy angiographic images, the reliability and robust-
ness of the angiographic reconstruction are further
improved by constructing a distance transformation
matrix and by searching for the optimal correspond-
ing path in the matrix to reﬁne the correspon-
dence between the two angiographic views [8]. The
approach has been validated with high accuracy in
both phantom and in vivo data [5, 8]. In short, the 3D
angiographic reconstruction consists of only a few
major steps: (1) load two image sequences acquired
at two arbitrary angiographic views at least 25
degrees apart in viewing angles; (2) select the end-
diastolic image frames with the vessel lumen well
ﬁlled with contrast from the two image sequences for
the subsequent 3D reconstruction; (3) identify one to
three reference points in both angiographic views for
the automated correction of system distortions; (4)
manually deﬁne the vessel segment of interest and
extract its contours and centerlines using our exten-
sively validated QCA algorithms [1, 16, 17] in the
two angiographic views; (5) reconstruct the 3D
centerline and cross-sections after reﬁning the corre-
spondence between the two extracted centerlines.
An example of system distortions in the image
geometry for the 3D angiographic reconstruction is
given in Fig. 1a and b. The two bifurcation points
(carina) in the left anterior descending artery (LAD)
were identiﬁed as reference points and their epipolar
lines, being the projection of the X-ray beam directed
towards a particular point on one of the projections
onto the second projection [13], were presented in the
two angiographic views (31 RAO, 33 Cranial and 31
LAO, 30 Cranial, respectively). Due to the system
distortions, the epipolar lines did not go through their
corresponding reference points. After applying the
automated correction of the system distortions, as
shown in Fig. 1c and d, the epipolar lines now go
right through their corresponding reference points in
both angiographic views, demonstrating the success
of this automated procedure.
Figure 2a and b show the segment of interest in the
LAD and its extracted 2D contours, superimposed on
the two angiographic views. Figure 2c shows the 3D
reconstructed segment of interest under the viewing
angle of 29 RAO, 9 Cranial. The subsegment (deﬁned
by the two superimposed markers) in the recon-
structed vessel has a length of 16.10 mm, per cent
diameter obstruction of 38.0%, and per cent area
obstruction of 56.7%.
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123Fig. 1 Automated correction of system distortions in the
image geometry for the 3D angiographic reconstruction: a and
b are the two angiographic views (31 RAO, 33 Cranial and 31
LAO, 30 Cranial) selected for the 3D reconstruction. Before
the correction, the two epipolar lines did not go through their
corresponding reference points, i.e., the two identiﬁed land-
marks. c and d show the results after the automated correction
of the system distortion. The two epipolar lines now go right
through their corresponding reference points in both projection
views
Fig. 2 The extracted 2D contours and the 3D reconstructed vessel segment of interest: a and b are the two angiographic views with
the superimposed 2D contours; c is the 3D reconstructed vessel segment under 29 RAO, 9 Cranial
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Under the condition that the motorized transducer
pullbackwith constant speed is used in the IVUS/OCT
image acquisition, the rationale for the co-registration
ofXAimageswithIVUS/OCTpullbackseriesistouse
the spatial relationship between vessel segment (by
means of lumen or centerline) and IVUS/OCT pull-
back trajectory. Conventional registration approaches
[18–20] would require the reconstruction of the IVUS/
OCT imaging wire or sheath from two angiographic
views acquired, and assume it to be the pullback
trajectory so that the IVUS/OCT cross-sectional
images can be aligned along the trajectory. This is
notatrivialtaskduetothedifﬁcultyinsegmentingboth
IVUS/OCT imaging wire and vessel lumen and the
requirement of a second angiographic view for the
IVUS/OCT catheter, which is not always included in
the current workﬂow. The assumption of IVUS/OCT
transducer path as pullback trajectory could also be
jeopardized by the fact that spatial displacement of
theimagingwirecouldoccurinsidethevesselafterthe
pullback machine is switched on, in order to reach the
state of minimum bendingenergy. Ithas been reported
that there was signiﬁcant delay from the moment the
IVUS pullback machine was switched on and the
moment the transducer tip really started to move [20].
In order to have a rapid and straightforward
solution for the on-line XA-IVUS/OCT registration
that could assist coronary interventions and would ﬁt
most into the current workﬂow in catheterization
laboratories, we have taken a different approach by
estimating the axial position of each IVUS/OCT
cross-sectional image from the reconstructed vessel
centerline, based on the curvature information and
hence, to skip the reconstruction of the pullback
trajectory. The approach only requires the operator to
reconstruct the vessel centerline from the angio-
graphic images (which is a standard module in 3D
QCA software packages) and register it with IVUS/
OCT pullback series by indicating a baseline position
in the vessel centerline that corresponds to the same
axial position in IVUS/OCT. Such baseline positions
can be found in anatomical or mechanical landmarks
visualized in both angiographic and IVUS/OCT
images, e.g., sidebranches and stent borders. In case
of blurred angiographic images, image enhancement
techniques [21] can be used to increase the visibility
of detailed image structures.
After the registration, the markers superimposed
on the angiographic views and the IVUS/OCT
L-View are now synchronized. The interpretation of
vessel dimensions becomes more comprehensive and
the interventionalist now knows exactly where in the
Fig. 3 The XA-OCT
co-registration and
quantiﬁcation. A sidebranch
was manually identiﬁed
from both XA and OCT
images to be used as
baseline position to register
the two imaging modalities.
After the registration, the
markers superimposed in
the OCT longitudinal view
were synchronized with the
same markers in the XA
views. The OCT
measurements could be
compared with 3D QCA at
the same position
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example of combing QCA and OCT imaging is
given by Fig. 3. After the registration, the planned
stent position deﬁned by the proximal and distal
markers has been mapped onto the angiographic
views (the two red markers that were superimposed
on the angiographic views). In addition, the luminal
contours were automatically detected in the OCT
images by using a new minimum cost algorithm and
the lumen diameter and area can be calculated and
compared with the measurements from 3D QCA. In
this example, the target vessel in the LAD has a
minimum luminal diameter and area of 0.91 mm and
0.85 mm
2 from 3D QCA, while the OCT measure-
ments at the same position are 0.95 mm and
0.99 mm
2, respectively.
Validations
Materials and methods
Phantoms
The accuracy of the registration was evaluated by
acquiring a series of 12 different silicone phantoms
(Via Biomedical, CA, USA) with coronary stents
(Cypher Select?, Cordis, Johnson & Johnson, Miami
Lakes, Fla., USA) placed by the culotte two-stent
technique. Main branch intracoronary acquisitions
were used for the registration with the 3D angio-
graphic reconstruction. Stent borders were used as
markers for the validation. While the most proximal
border was set as the baseline position for the
distance mapping, the distal border was used to
evaluate the registration error. The registration error
was deﬁned by the following protocol: Move a
marker that was superimposed in the IVUS/OCT
L-View to the position to be evaluated (in this case,
the distal stent border); Move a second marker that
was superimposed in the IVUS/OCT L-View to the
position that corresponds to the same position to be
evaluated in the angiographic views; The signed
distance from the ﬁrst to the second marker in the
L-View was deﬁned as the registration error.
For each phantom, the angiographic acquisitions
were performed at two projections 60 degrees apart
by a monoplane X-ray system (AXIOM-Artis,
Siemens, Germany). The phantoms were ﬁlled with
iodinated contrast media (Visipaque 270, GE Health-
care, WI, USA) during the acquisitions. Angiographic
images were recorded at 25 frames/sec at a resolution
of 512 9 512 pixels. To obtain IVUS images, the
phantoms were immersed in water and acquisitions
were performed at a constant pullback speed of
0.5 mm/s by using a 20 MHz transducer with a
dedicated workstation (EagleEye Gold and s5, Vol-
cano Corporation, Rancho Cordova, CA, USA) for
six phantoms and a 40 MHz transducer with a
dedicated workstation (Atlantis SR Pro and iLab,
Boston Scientiﬁc, Boston, MA, USA) for the other 6
phantoms. IVUS images were recorded at 30 frames/
sec and converted to DICOM format at a resolution
of 512 9 512 pixels. To obtain OCT images, Fourier
domain-OCT pullbacks were performed at 20 mm/
sec by non-occlusive ﬂushing technique using Visip-
aque 270 iodinated contrast media, and an OCT
imaging catheter with a dedicated workstation (C7
Dragonﬂy and C7-XR, Lightlab Imaging, Westford,
MA, USA). OCT images were recorded at 100
frames/sec and converted to DICOM format at a
resolution of 1,024 9 1,024 pixels. Z-offset calibra-
tion was performed before converting to DICOM
format for the subsequent analysis.
In vivo
At the Department of Cardiology, Nanfang Hospital
afﬁliated to the Southern Medical University in
Guangzhou, China, 24 patients who underwent both
angiographic and IVUS examinations of the left
anterior descending artery (LAD) were retrospec-
tively selected for the validation. Inclusion criteria
were: (1) patients had no prior history of coronary
artery bypass surgery; (2) motorized pullback was
used during the IVUS image acquisition; (3) angio-
graphic images were recorded by digital ﬂat-panel
X-ray acquisition systems.
Angiographic images were recorded at 25 frames/
sec by a monoplane X-ray angiogram (AXIOM-Artis,
Siemens, Germany) at a resolution of 512 9 512 pix-
els. IVUS pullbacks were performed by using a
motorized transducer pullback system (0.5 mm/s)
with a rotating 40 MHz transducer catheter and 2.6 F
imaging sheath (Boston Scientiﬁc, Boston, MA,
USA). The sheath prevents direct contact of the
imaging core with the vessel wall and increases
stability of the pullback procedure. All parameters
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123required by the 3D angiographic reconstruction and
the co-registration were stored in DICOM ﬁles.
Reliable anatomical landmarks in the LAD, e.g.,
ostia of diagonal or septal branches, were identiﬁed
from both angiographic and IVUS images and used as
reference markers for the validation study. When
IVUS pullbacks covered the left main bifurcation and
the ostium of the left circumﬂex artery (LCX) was
well visualized in angiographic images (no signiﬁcant
overlap with the proximal LAD), the left main
bifurcation point (carina) was included as a reference
marker. The LAD (including the left main if appli-
cable) was reconstructed from two angiographic
views and registered with IVUS pullback series by
the distance mapping algorithm. While the most
proximal reference marker was set as the baseline
position for the distance mapping, the subsequent
markers were used to evaluate the registration error.
The registration error was deﬁned using the same
protocol as used in the phantom validation. The
correlation between the registration error and the
distance from the evaluated marker to the baseline
position was analyzed.
Statistics
Quantitative data are presented as mean ± standard
deviation and the correlations were assessed by using
Pearson’s correlation coefﬁcient. A 2-sided P-value
of \0.05 was considered to be signiﬁcant. All
statistical analyses were carried out by using a
statistical software package (SPSS, version 16.0;
SPSS Inc; Chicago, IL, USA).
Results
Phantoms
The lengths of the 12 stents in the main branches
rangedfrom12.00to32.00 mm,withanaveragevalue
of 22.92 ± 7.26 mm.TheXA-IVUS registration error
for the 12 IVUS pullbacks ranged from -0.33 to
0.57 mm, with an average value of 0.03 ± 0.32 mm
(P = 0.75).For the OCT data, one pullback series was
excluded from the study, since the pullback did not
coverthedistalstentborder.TheXA-OCTregistration
error for the remaining 11 OCT pullbacks ranged
from -0.20 to 0.40 mm, with an average value of
0.05 ± 0.25 mm (P = 0.49).
In vivo
From the 24 patients selected for the study, two
patients were excluded due to insufﬁcient image
quality for the 3D angiographic reconstruction and
the subsequent analysis. The baseline characteristics
for the remaining 22 patients are summarized in
Table 1. A total of 78 reliable reference markers were
identiﬁed from both angiographic and IVUS images.
While the 22 most proximal markers were used as
baseline positions for the distance mapping algo-
rithm, the registration error was evaluated on the
remaining 56 markers. The registration error ranges
from -1.33 to 1.13 mm, with an average value of
0.03 ± 0.45 mm (P = 0.67). A scatter plot of the
registration error is presented by Fig. 4. The error is
not correlated to the distance between the evaluated
marker and the baseline position (P = 0.73).
Discussions
The drug-eluting stents have proven to be able to
reduce in-stent restenosis after coronary interventions
[22–24]; however, the efﬁcacy depends on the ability
of the interventionalist to choose the optimal course
of treatments and to implement the chosen course of
action properly. Geographic mismatch due to subop-
timal stent selection and positioning could signiﬁ-
cantly impact the short and long term outcome of the
Table 1 Baseline characteristics
Age (years) 60.5 ± 13.2
Gender (male, female) 17/5
1–vessel disease 13 (59%)
2–vessel disease 7 (32%)
3–vessel disease 2 (9%)
Target coronary artery (n)
Left anterior descending 23
Diagonal branches 2
Left circumﬂex 5
Right coronary artery 3
Location (n)
Proximal 12
Mid 12
Distal 9
Percent diameter obstruction (%) 48.66 ± 17.82
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quantiﬁcation tools are therefore demanded to guide
the interventionalist to assess the true vessel dimen-
sions, lesion location and extension for the optimi-
zation of the stent-procedure.
Quantitative coronary angiography was ﬁrst devel-
oped to quantify vessel motion and the effects of
pharmacological agents on the regression and pro-
gression of coronary artery disease [27]. It has
developed substantially over the past decades and
has been applied worldwide for research and clinical
purposes, in both off-line and on-line situations [2].
Recently developed 3D systems based on routine
angiographic projections have emerged as a new tool
for the on-line guiding of coronary interventions. By
resolving some of the well-known limitations in
standard 2D analysis, e.g., vessel foreshortening and
out-of-plane magniﬁcation [28], 3D QCA could
provide more reliable assessments of segment length
and diameter. In addition, the 3D angiographic
reconstruction enables the subsequent automated
determination of optimal viewing angles [8], which
is considered to be clinically relevant in the stent
deployment and positioning, especially for bifurca-
tion related stent-procedures. Due to the overlap of
coronary branches, the evaluation of bifurcation
lesions from series of 2D projection images could
be quite challenging. An example of the optimal
bifurcation viewing angle is given by Fig. 5.
Figure 5a and b show the 2D angiographic projection
and the 3D reconstructed bifurcation under 31 RAO,
33 Cranial, respectively. It is very clear from the 3D
view that the visualization of the ostium of the
diagonal branch is not optimal. Deploying a stent to
the ostium of the diagonal branch by using this
viewing angle could easily result in undesirable
results, e.g., stent protrusion into the LAD or
incomplete stent coverage at the ostium. Figure 5c
shows the 3D bifurcation under the optimal viewing
angle of 40 LAO, 56 Cranial. The visualization of the
ostium of the diagonal branch has been signiﬁcantly
improved.
Thanks to the capacity and high resolution in
imaging individual cross-sections of the coronary
artery, IVUS and OCT have greatly improved our
understanding of coronary atherosclerosis and the
tissue responses after stent implantation. The role of
IVUS/OCT in assessing plaque extent and distribu-
tion for optimal treatment planning has been well
acknowledged. However, the ability in implementing
the course of planning has been limited by the
difﬁculty in corresponding IVUS/OCT with XA
images. For stenting procedures, accurate positioning
of the stent is important to ensure complete lesion
Fig. 4 The registration error for the XA-IVUS co-registration.
The error is not correlated to the distance between the
evaluated marker and the baseline position
Fig. 5 The visualization of a bifurcation under different
views: a is the angiographic view under 31 RAO, 33 Cranial;
b is the 3D reconstructed bifurcation under 31 RAO, 33
Cranial; c is the 3D reconstructed bifurcation under the optimal
viewing angle of 40 LAO, 56 Cranial
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the stent expansion, e.g., when stenting long diffused
lesions with calcium deposited at the borders. The
current workﬂow by mentally mapping the planned
stenting position from IVUS/OCT to XA could be
quite challenging when no landmark is available in
the neighborhood of the lesion border. In other cases
when the diseased vessel has multiple sidebranches,
e.g., the LAD with many septal and diagonal
branches, the mental mapping could be confused or
even become completely mismatched due to the fact
that not all sidebranches are well presented in the
L-View of IVUS/OCT. In such cases, the XA-IVUS/
OCT co-registration could establish a point-to-point
correspondence between XA and IVUS/OCT images.
As a result, the deployment of the stent to the targeted
position is simpliﬁed.
Despite of its attractive clinical perspectives, the
integration of XA and IVUS/OCT in the current
setting of catheterization laboratories has been ham-
pered by the fact that the major angiography vendors
do not have IVUS/OCT in their portfolio. The data
connectivity is a signiﬁcant bottleneck for such
integration to be used in on-line mode. It is desirable
that the angiography and IVUS/OCT vendors will
cooperate to make the integration clinically accept-
able with a seamless workﬂow in the near future.
The XA-IVUS/OCT co-registration serves the
primary but yet the most important step for the
complete fusion of 3D QCA and IVUS/OCT, which
could be used to correct for the error in quantifying
plaque volume introduced by vessel tortuosity [19]. In
addition, in case of non-coaxial IVUS/OCT imaging
[29, 30] when the transducer pullback trajectory is not
aligned parallel to the vessel centerline, the fusion of
these two imaging modalities can minimize the
overestimation of cross-sectional dimensions from
IVUS/OCT images, especially for the curved vessel
segments with large diameter. However, such clinical
beneﬁts still have to be established.
Limitations
The IVUS/OCT pullback procedures were not
ECG-gated, therefore, the cardiac motion could have
inﬂuenced the axial position of each IVUS/OCT
cross-sectional image. However, by interpreting the
pullback series in a couple of longitudinal views, it is
possible to visually identify the cross-sections that
were signiﬁcantly inﬂuenced by the cardiac motion
and, to avoid using those positions as markers for the
co-registration. Besides, the ECG-gated pullback pro-
cedures are not practical to be included in routine
clinical practices for being expensive and for prolong-
ingtheacquisitiontime[31].Thefasterpullbackspeed
and higher frame rate acquisition achieved by the
Fourier-domain OCT system could further decrease
the impact of the motion-induced artifacts [29].
The in vivo validation is limited by the sample size
and the usage of only one IVUS transducer pullback
system. Early literatures have shown that the accu-
racy of in vivo length measurements using different
pullback systems could be different [32], therefore,
the co-registration could be impacted. Extensive
validations for the co-registration by using different
transducer pullback systems are under investigation.
Conclusions
The new XA-IVUS/OCT registration approach is a
straightforward and reliable solution for the integra-
tion/combination of X-ray angiographic and IVUS/
OCT imaging. It provides the interventionalist with
detailed information about vessel size and plaque size
at every position along the vessel of interest, making
this a suitable tool during the actual intervention.
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